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Flow fractionation of cells using physical fields to achieve lateral displacement finds wide applications, but
its extension to surface molecule-specific separation requires labeling. Here we demonstrate affinity flow
fractionation (AFF) where weak, short-range interactions with asymmetric molecular patterns laterally
displace cells in a continuous, label-free process. We show that AFF can directly draw neutrophils out of a
continuously flowing stream of blood with an unprecedented 400,000-fold depletion of red blood cells, with
the sorted cells being highly viable, unactivated, and functionally intact. The lack of background
erythrocytes enabled the use of AFF for direct enumeration of neutrophils by a downstream detector, which
could distinguish the activation state of neutrophils in blood. The compatibility of AFF with capillary
microfluidics and its ability to directly separate cells with high purity and minimal sample preparation will
facilitate the design of simple and portable devices for point-of-care diagnostics and quick, cost-effective
laboratory analysis.
I
solation of cells from complex mixtures such as blood and bone marrow is of immense importance in disease
diagnosis1,2, stem cell therapeutics3, genetic analysis4, and other applications. Microfluidic technologies for
label-free separation of cells offer the advantages of simpler operation, lower cost, and faster time-to-result,
and are emerging as important tools for point-of-care diagnostics5.Many of these technologies belong to a class of
separations known as flow fractionations, wherein cells flowing in a microchannel are displaced perpendicular to
the direction of flow under the action of a force, which results in continuous sorting. Currently, flow fractionation
of cells is limited to long-range physical forces arising from dielectrophoresis, acoustophoresis, gravitational,
magnetic, or inertial effects. The non-specific action of these long-range force fields limits the use of flow
fractionation of cells to a few applications, while its extension to sorting based on molecular recognition requires
pre-labeling of cells with magnetic or dielectric beads6. In contrast, transient interactions of molecules on the cell
with adhesive molecules patterned asymmetrically on a surface can exert forces on the cell to deflect it perpen-
dicular to the direction of fluid flow, without capture7–10. This effect requires weak-affinity molecular interactions
to avoid irreversible cell capture and provides a new paradigm for label-free flow fractionation of cells, called
affinity flow fractionation (AFF).
Nature has evolved a number of molecules that exhibit weak, yet relatively specific adhesive interactions
including bacterial adhesion molecules11, selectins involved in homing of circulating cells12, and MHC-II mole-
cules on antigen presenting cells that exhibit weak affinity towards the T-cell receptor13. Among them, P-selectin
is a model protein whose kinetics of interaction with its ligand are well characterized. P-selectin exhibits specifi-
city for neutrophils over other leukocytes and is involved in recruitment of neutrophils during the early phase of
inflammation14. A simple device for isolation of neutrophils from bloodwould be useful in a number of diagnostic
applications including detection of sepsis15, discrimination between bacterial and viral infection16, and for HLA
typing2.
Here we report affinity flow fractionation (AFF) of neutrophils from human blood using surfaces decorated
with asymmetric patterns of P-selectin. The significance of the current method is that it is the first demonstration
of flow fractionation of cells directly from blood purely based on molecular interactions, allowing very high
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rejection of non-interacting cells (. 5 log depletion of RBCs). The
sorted leukocytes were highly enriched for viable, non-activated, and
intact neutrophils with greater than 92% purity. Using a cell line that
interacts with P-selectin to study the distribution of cells undergoing
AFF, we developed amathematical transport model that accounts for
the key phenomena and accurately predicts the separation process.
Finally, exploiting the activation-induced changes in interaction of
neutrophils with P-selectin, we demonstrate the potential of using
the current technology for developing quick point-of-care tests for
detecting sepsis and other inflammatory conditions.
Results
TheAFF device accepts a sample stream of blood or amixture of cells
and a buffer stream, which then run parallel in a 20 cm-long sepa-
ration channel (Fig. 1, Supplementary Fig. S1). The cells settle under
the influence of gravity along the length of the separation channel,
allowing them to interact with inclined molecular patterns at the
bottom of the channel. For sorting of neutrophils, we use P-selectin
patterns comprising parallel strips (15 mm in width) aligned at 15u to
the direction of fluid flow to maximize their lateral displacement17.
The desired pattern was replicated in gold on a glass slide using
photolithography. The gold region was activated using 3,39–dithio-
propionic acid di(N-succinimidyl ester) while the glass was passi-
vated using PEG-silane, following which the substrate was incubated
with P-selectin solutionwhich led to immobilization of the P-selectin
molecules specifically to the gold region. Target cells that interact
with the P-selectin patterns are displaced laterally into the buffer
stream and eventually reach the non-patterned gutter region that
allows for quick elution of the separated cells. The novel surface
functionalization created a robust antifouling surface that resulted
in minimal non-specific adhesion of cells and platelets in both nor-
mal and activated blood. The bends in the serpentine channel do not
have P-selectin patterns (Supplementary Fig. S1) and are free from
curvature effects due to the low Reynolds and Dean numbers (,0.1
and ,0.01, respectively). Thus the bends do not contribute to dis-
persion of cells during the separation process.
Length-dependent, PSGL-1 specific sorting of model cell lines. To
investigate the transport of cells in the device, we studied the
separation of HL60 cells from K562 cells, both of which are
myeloid in origin. HL60 cells express PSGL-1 (the major ligand for
P-selectin)18 and exhibit ‘cell rolling’ on P-selectin surfaces, which is a
process involving continuous formation and breakage of bonds
between the cell and the surface under the influence of hydro-
dynamic shear18. K562 cells do not exhibit strong interactions with
P-selectin surfaces19. A mixture of fluorescently stained HL60 and
K562 cells was injected into the device alongside a buffer stream
(Supplementary Fig. S2) at a wall shear stress of 0.5 dyn/cm2,
which enabled effective cell capture and separation as discussed
later. Over the 20 cm length of the separation channel, the mean
position of HL60 cells was displaced laterally by ,800 mm, and
about 80% of the HL60 cells were found to be concentrated in a
narrow band on the sorted side (Fig. 2a). The separation process is
visualized using the distribution of the cell flux at different
downstream locations, represented as a probability density that
indicates the relative resolution of separation between the two cell
types as they flow along the separation channel (Fig. 2b). This
probability density can be used to calculate the purity (percentage
of target cells in sorted sample) and recovery (percentage of total
target cells sorted) of the HL60 cells at a particular downstream
location, depending on the fraction of the total flow collected as
the sorted stream (Fig. 2c). As a higher fraction of flow is collected
as the sorted stream, the recovery increases, while the purity
monotonically decreases. Tuning the fraction of the flow collected
as the sorted stream determines the trade-off between purity and
recovery, depending on the needs of the application. For example,
collecting 25% of the flow in the sorted stream yielded a purity of
94.6% and recovery of 83% as measured by flow cytometry
(Supplementary Fig. S3).
Control experiments were used to verify that the cell separation
was due to P-selectin/PSGL-1 interactions. HL60 cells were not lat-
erally displaced when BSA was immobilized on the gold patterns
instead of P-selectin (Fig. 2b), or when PSGL-1 on the cells was
blocked with an antibody (Supplementary Fig. S4a). Furthermore,
in the absence of P-selectin, there was no significant difference
between distribution of cells on the BSA passivated substrates with
or without the gold patterns (Fig. 2b and Supplementary Fig. S4b),
Figure 1 | Design of the microfluidic cell separation device. The device consists of a serpentile channel with two inlet and outlet ports (a). The cell
mixture is injected parallel to a buffer stream into the device (b) and a pure stream of target cells is retrieved from the outlet port (c). The straight segments
of the microfluidic separation channel are patterned with parallel gold stripes grafted with P-selectin (d), which allows the target cells to interact with the
patterns and roll on them (e). The asymmetry of the patterns with respect to the flow alters the trajectories of the target cells such that they roll along the
edge of the pattern (shown with dotted line) and get displaced into the buffer stream.
www.nature.com/scientificreports
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indicating that the gold pattern did not significantly affect the cell
distribution. The observed broadening of the cell distribution during
separation on P-selectin may be attributed to weak interactions
between the P-selectin and K562 cells.
Phenomenological model illustrates the mechanisms of cell sepa-
ration. Quantitative understanding of the transport mechanisms of
cell separation is essential for optimizing the device performance and
guiding future development of AFF for other applications. We
developed a phenomenological mathematical model that accounts
for themajor transport processes within the device which can be used
for estimation of the separation performance (Fig. 3a).
The cells entering the device settle to the bottom of the channel
under the action of gravity, with the settling length depending on
geometry, flow velocity, and initial distribution of the cells. We
observed that HL60 cells that settled to the bottom of the channel
attached to the P-selectin stripes and tracked along their edges for a
certain distance before detaching and reattaching on a downstream
stripe (Supplementary Movie 1). The cells tracked along the edges of
several consecutive P-selectin stripes, but then detached and traveled
a long distance before re-attaching and tracking along the edges of
another set of P-selectin stripes. These observations suggest that two
different capture probabilities are at play during the repeated rolling
and detachment of cells. The cells in the free stream flowing close to
the surface can initiate rolling on the patterns with a relatively low
probability, P‘20. These cells track the patterned edges for a certain
distance (le) before detaching and reattaching to an immediately
downstream stripe with a significantly higher probability, P0. For
HL60 cells on P-selectin patterns, we determined the values of P0
and le from experiments (See Supplementary Note), and combined
the Davis & Giddings model for near wall particle setting under
gravity21 with the Goldman’s model for particle convection22 to
describe the gravitational settling of the cells within the microchan-
nel. Assuming that rolling along the edge is a Poisson process17
with the mean edge tracking length le depending on the angle of
inclination (a) of the patterns, we performed a Monte Carlo
simulation to obtain the distribution of cells at different locations
in the separation channel. The simulation results showed excellent
agreement with the experimental results (Fig. 3b) for P‘ 5 0.007,
which is only in modest deviation from the range of P‘ determined
experimentally (0.015–0.038). See Supplementary Note for a detailed
description of the model and related experiments.
To obtain scaling relations between the fundamental separation
parameters, we developed a simple analytical model that estimates
the lateral displacement of the cells (see Supplementary Note). We
found that the mean lateral displacement (D) scales linearly with
length (L) as D* 5 L*h, where the scaling parameter h is given by
h~ 1z
b
Peff le sin a cos a
 {1
ð1Þ
Here, D* and L* are the normalized mean lateral displacement and
length, respectively, given by D* 5 (D cosa)/b and L* 5 (L sina)/b,
where b is the perpendicular distance between successive pattern
edges (see Supplementary Fig. S5). The effective attachment prob-
ability (Peff) combines the effects of P0 and P‘ and can be shown to be
Peff 5 [1 1 (12P0)/P‘]21 (see Supplementary Note). This scaling
holds true when P‘ is comparatively small i.e. when the length scale
for separation dominates over the gravitational settling length; while
the simulation results deviate modestly from the theoretical scaling
predictions as the two length scales became comparable at larger
values of P‘ (Fig. 3c). The ratio of standard deviation (s) of the lateral
displacement to the mean displacement (D) is indicative of the sepa-
ration resolution, which may be expected to depend on the number
of stripes that the cells interact with (given by L*?Peff once the cells
settle). It exhibits an initial peak inmagnitude with increasing L*?Peff
during the gravitational settling phase before transitioning to an
inverse power law relation (Fig. 3d). The decreasing value of s/D
with increasing the number of stripes that the cells interact with is in
accordance with theoretical scaling predictions (Supplementary
Equation 8), and is analogous to the increased resolution observed
in chromatographic separations for longer columns.
Figure 2 | Separation of HL60 and K562 cells using P-selectin patterns. (a) Overlaid fluorescence images (false colored) showing the distribution
of the two cell types at different locations along the microchannel. Images were acquired via a continuous 10 s exposure for each fluorescence channel.
Scale bar is 200 mm. (b) Evolution of distribution of the flux of the two cell types along the channel length shown as a dimensionless probability density
normalized by the channel width. The result for the P-selectin patterns is shown against a control where BSA replaced P-selectin. (c) The purity (red) and
recovery (blue) of HL60 cells at the channel exit (L5 20 cm) for different fractions of the total flow collected into the sorted stream as calculated from the
observed probability density. For these experiments, a mixture of 5 3 105 cells/mL of each type in culture media was infused into the device parallel
to a buffer stream at a wall shear stress of 0.5 dyn/cm2. Error bars indicate SD for n 5 3 independent experiments.
www.nature.com/scientificreports
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Direct isolation of neutrophils from blood. The theoretical
modeling of the cell separation process predicts that the edge
tracking length (le) and attachment probability (P‘) determine the
channel length required for separation. Since P-selectin is known to
differentially recruit neutrophils over other leukocytes in vitro23, and
the rolling behaviors of HL60 cells and neutrophils on P-selectin are
similar (see Supplementary Fig. S6), we anticipated that HL60 cells
were a good model for neutrophils and that the device could
therefore be directly adapted for neutrophil isolation. To separate
neutrophils, human blood anticoagulated with buffered sodium
citrate24 and diluted 151 with buffer was co-injected alongside a
buffer stream that contained 30 mM Ca21. This Ca21 concentration
was sufficient to enable P-selectin bond formation without causing
blood coagulation. Within the separation channel, leukocytes rolled
on the P-selectin patterns and were displaced from the blood stream
into the parallel buffer stream, while the erythrocytes exhibited only a
small lateral dispersion (Supplementary Movie 2; leukocytes can be
fairly easily distinguished from erythrocytes by their morphology).
By the end of the separation channel almost all of the erythrocytes
remained on the blood input side and could be rejected, while a
highly pure stream of leukocytes was obtained on the other side.
We collected 20% of the flow as the sorted stream and analyzed the
device performance using flow cytometry to identify erythrocytes
(GlycophorinA1 CD452), leukocytes (CD451 GlycophorinA2), neu-
trophils (CD661 CD14low), monocytes (CD141 CD662), lympho-
cytes (CD662 CD142) in the input, sorted, and waste streams
(Fig. 4a,b). We found that the sorted stream consisted of highly pure
population of leukocytes 99.6 6 0.3% (up to 99.84%) representing a
0.4 3 106 fold enrichment over erythrocytes (Fig 4c). This enrich-
ment ratio, calculated as the product of the ratio of target cells to non-
target cells in the sorted stream and the ratio of non-target cells to
target cells in the inlet stream (see Methods for the detailed express-
ion), was three orders of magnitude higher than that typically
obtained in other chip-based continuous flow fractionation meth-
ods5. The sorted leukocyte population was highly enriched in neu-
trophils with purity 92.1 6 0.2% (Fig 4d), representing a neutrophil
enrichment ratio of 18,760 with respect to other cells, while the waste
stream was significantly depleted of neutrophils. The neutrophil
purity is comparable to existing methods of neutrophil separation
by antibody capture4 and to the best of our knowledge is the first
demonstration of using transient weak adhesive interactions to attain
such high purities and enrichment ratios in a continuous flow sys-
tem. Hematological staining revealed that 95% of the sorted neutro-
phils had segmented nuclei (41 out of 43 analyzed) typical of mature
polymorphonuclear neutrophils (Fig. 4e). Staining with P-selectin
further demonstrated that only leukocytes that exhibited high affin-
ity for P-selectin were enriched in the sorted stream (Supplementary
Fig. S7). In these experiments with 151 diluted blood the neutrophil
recovery was estimated to be between 65–70% (see Supplementary
Note). Although the device also worked with whole blood, the neu-
trophil recovery was 4-fold lower than with 151 diluted blood pos-
sibly due to increased steric hindrance by the erythrocytes or the
presence of PSGL-1 in plasma25.
Next, we investigated the effects of separation on the viability,
activation state, and phagocytosis function of the neutrophils. Using
the trypan blue dye exclusion assay we found the viability of the sorted
cells to be 98.86 0.7%. Neutrophils are extremely sensitive to stimulus
and can undergo rapid activation resulting in several phenotypic and
morphological changes26–28. To detect whether the sorted neutrophils
were activated, we used the classical markers – L-selectin and Mac-1 –
that are shed and up-regulated respectively upon activation29. When
compared to fresh whole blood and activated control, the sorted neu-
trophils exhibited minimal change in expression of L-selectin and
Mac-1, indicating that they were not activated (Fig. 4g). The sorted
neutrophils also successfully phagocytosed E.coli particles showing
same level of phagocytotic activity as the neutrophils in whole blood
Figure 3 | Theoretical modeling of cell separation in the device. (a) Schematic description of the key processes governing the transport of cells
inside the separation channel. (b) Comparison of the experimental distribution of the flux ofHL60 cells for the same conditions described previously with
that predicted by themodel (P‘ 5 0.007, P0 5 0.95, le 5 23.96 mm). Channel position is normalized by the channel width. (c–d) Scaling relations between
different operational parameters. Mean normalized lateral displacement (D*) is proportional to the normalized length of travel (L*) scaled by
the non-dimensional parameter h (c), while the ratio of standard deviation to mean lateral displacement (s/D) scales with the number of patterns on
which the cells roll (L*Peff) (d). Plots of simulated results are shown for different values of P‘ (0.001 2mm, 0.01 233, 0.9 2 ..) and le (10 mm 2
m3., 100 mm 2 m3.).
www.nature.com/scientificreports
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when assayed using flow cytometry, indicating that the sorted cells
were also functionally intact (Fig. 4f, Supplementary Fig. S8).
Label-free detection of neutrophil activation in blood. The ability
to sort cells in continuous flow without extensive sample preparation
is useful for point-of-care analysis as it greatly simplifies the device
design, potentially enabling instrument-free disposable devices.
Neonatal sepsis accounts for a large fraction of childhood deaths
in developing countries, but diagnosis is challenging due to non-
specific clinical symptoms15. While detection of neutrophil activa-
tion by up-regulation of CD64 has high diagnostic value30, it requires
flow cytometry that is typically not available in resource-limited
settings. Given that activation of neutrophils reduces their effici-
ency of rolling on P-selectin31, we investigated whether the present
method could be used to detect neutrophil activation in blood. A
concept of such a device is shown in Fig. 5a, where a down-
stream detector counts the number of cells that are sorted out.
Since background cells are rejected, the detector does not need to
discriminate between the types of cells being sorted, analogous to a
detector at the end of a chromatography column. If neutrophils are
activated, we expect a decrease in the flux of sorted cells.
To test this concept, whole blood was activated ex vivo by incuba-
tion with either common physiological pro-inflammatory mediators
(Lipopolysaccharide (LPS), Tumor Nercosis Factor- a (TNF-a) or
Platelet Activation Factor (PAF)) or with buffer as control, and
injected into the device following 151 dilution according to the same
protocol used for neutrophil sorting (seeMethods). In case of normal
blood (incubated with buffer), neutrophils rolled on the edges and
were separated from the blood stream as early as 10 min after injec-
tion. However, in the case of activated blood there was very little or
no attachment of neutrophils to the P-selectin patterns and separa-
tion of cells from the blood stream did not occur (see Supplementary
Movie 3). We also did not observe sticking of neutrophils or platelets
inside the device. We quantified the average flux of the sorted cells
between 15 and 30 min after injection was started in a region 10 cm
downstream of the inlet defined as shown in Fig. 5a (see Methods).
Using blood samples from different donors, we found that the flux of
sorted cells in activated blood was dramatically diminished as com-
pared to a normal blood sample (Fig. 5b).
Discussion
We have demonstrated AFF using P-selectin as a model weak-affin-
ity ligand. Apart from neutrophil separations, selectins have been
shown to have potential to separate hematopoietic stem cells from
bone marrow25, CD341CD381 from CD341CD382 32, and cancer
cells from blood33. Selectin-based separation of these cells has been
limited to batch process requiring separate capture and release that
yields relatively low purity25,33. Devices with selectin-coated micro-
structures have also been employed for sorting34,35, but have failed to
sort cells from blood due to mixing of the flows leading to dispersion
of the red blood cells, which does not occur in AFF due to the absence
of lateral flows. Our results open new avenues for selectin-based
sorting that overcome the limitations of batch processing in a format
suitable for direct isolation in a flow-through device. The high-purity
separation enabled by AFF is due to the absence of lateral fluid flows
and the multiple molecular recognition events that gradually lead to
lateral displacement, in contrast to approaches that utilize a single
recognition event such as capture by high-affinity antibodies where
non-specific adhesion directly impacts the purity36.
Neutrophils were isolated within 30 min using AFF, which is sig-
nificantly faster than the conventional density gradient isolation that
requires,1 h and involvesmultiple wash steps28.While the purity of
92% with AFF is comparable to previous antibody based methods4
and density-gradient methods28, the RBC rejection ratio (see
Figure 4 | Direct isolation of neutrophils from blood. (a,b) Phenotyping via flow cytometry analysis of the (a) input and (b) sorted samples. Input is
depleted of erythrocytes to enable cytometry. (c,d) Graphical representation of the results from the flow cytometry analysis depicted as percent
composition. (c) The ratios of erythrocytes and leukocytes in the samples before and after sorting demonstrate high erythrocyte rejection.
(d) Composition of the leukocyte population in the sample before and after sorting demonstrate high degree of neutrophil enrichment. Error bars
in (c) and (d) represent SD of n 5 3 independent experiments. (e) Histological staining of the sorted sample showing polymorphonuclear neutrophils.
(f) Overlaid bright-field and fluorescence images of the sorted neutrophils demonstrating successful phagocytosis of E.coli particles tagged with a pH-
sensitive fluorescent dye. Scale bars are 20 mm. (g) Expression level of activation markers L-selectin and Mac-1 on neutrophils in sorted cells and fresh
whole blood. Isotype control (negative control) and activated neutrophils (positive control) are shown for reference. For neutrophil separation, citrate
anticoagulated whole blood was diluted 151 in the running buffer (supplemented with 30 mMCa11) and injected parallel to a stream of running buffer at
a shear stress of 0.5 dyn/cm2.
www.nature.com/scientificreports
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Methods) of AFF is highest reported amongst current continuous
flow fractionation systems, for example - 400,000-fold with AFF
compared to,20-fold in microfluidic centrifugal sorting37, 110-fold
in micropost assay38,,2-fold (at optimum flow rate of 5 mL/min) in
leukapheresis39. We believe AFF may provide a method for rapid
extraction of leukocytes and neutrophils from unprocessed blood
to yield cells ready for biological assays or genetic analysis without
requiring washing or other preparatory steps40. The current device
can process blood at,1 mL/min and is ideally suitable for analytical
applications such as obtaining neutrophil counts and isolation of
cells for genetic analysis. Given that most common blood cells exist
at high concentrations (.10 to 104 mL21) and standard automated
counters typically analyze very small volumes (,10–50 mL)2, similar
results can be obtained in 20–30 min in our device. The system can
potentially be massively parallelized to enhance the throughput
which would enable processing large sample volumes extending to
applications such as isolation and fractionation of stem cells for
therapeutics.
Systemic activation of peripheral neutrophils is a fatal condition as
it quickly leads to tissue damage andmulti-organ failure27, and is seen
with end stage sepsis or severe systemic inflammation and is not
common inmost diseases. The present device can be potentially used
to quickly detect activation in peripheral neutrophil population,
prompting faster intervention and better prognosis. The low driving
pressures (, 1 kPa) and small sample volumes (,10 mL of blood
and 200 mL of buffer) make the cell sorting method potentially com-
patible with use of capillary forces for device operation.While optical
detection was used in the present work, we envision that cells may
also be counted in a variety of ways ranging from collection of the
sorted cells over a downstream filter for crude manual counting, to
integrating simple capacitive sensors. Separation channels could
potentially be arranged in series to sort cells based on more than
one surface marker, or the sorted cells could be used for downstream
analysis. AFF can potentially be extended to exploit other weak
adhesive interactions for novel applications such as fractionation
of sub-populations of lymphocytes or stem cells using E-selectin
and VCAM41,42, or to separate malaria-infected erythrocytes to aid
malaria diagnosis43. Antibodies44, peptides, or other affinity mole-
cules will need to be designed with optimum binding kinetics in
order to enhance specificity and extendAFF as a generic cell isolation
technique. As such, the ability to sort cells with high purity in con-
tinuous flow stream offers new opportunities in analysis of cells,
especially at the point-of-care.
Methods
Detailed methods are described in Supplementary Information. Fabrication of
receptor-patterned substrate and microfluidic device. Gold coated slides (gold
thickness 100 nm for HL60 experiments and 20 nm for blood experiments, 5 nm
chromium adhesion layer) (EMF Corp, NY) were coated with OCG825 photoresist
and patterned using photolithography (Supplementary Fig. S1) using Gold etchant
and Chromium etchant (Sigma) followed by photoresist stripping in acetone. The
patterned slides were then washed successively in acetone and ethanol, dried and
stored for future use.
Surface functionalization of the patterned gold slides was performed using a
modified version of a previously established method45. The patterned slides were
cleaned by immersing in piranha bath (351 H2SO4 to H2O2) maintained at 80uC for
10 min, washed with DI water and ethanol, and dried thoroughly. The slides were
then immersed in a solution containing 1% (v/v) Polyethyleneglycol (10–12 units)
trimethoxysilane (Gelest, PA) and 2% (v/v) Triethylamine (Sigma) in anhydrous
Toluene (Sigma). The slides were incubated formore than 6 h at room temperature in
a closed container after which they were removed, washed with acetone, and dried.
Next, the slides were flooded with 5 mM solution of 3,39–Dithiopropionic acid di(N-
succinimidyl ester) (Sigma) in anhydrous Dimethylformamide (Sigma), placed on
orbital shaker and incubated for 1 h. The functionalized slides were sonicated in an
ethanol bath for 10 min, washed with ethanol, dried, and immediately used for
protein immobilization.
The protein incubation was done in customized incubation chambers. Thin strips
(,1 mm width) of Secureseal Adhesive sheet (250 mm thick) (Electron Microscopy
Science, PA) were cut and pasted on the border of the functionalized slide. Next, inlet
and outlet ports were drilled on a Hybrislip (ElectronMicroscopy Science, PA) before
sticking on the adhesive strips previously placed on the slide. Human recombinant P-
selectin (R&D Systems, MN) solution of desired concentration was made in
Dulbecco’s Phosphate Buffered Saline (DPBS) and was used to fill the chamber using
a micropipette. The whole setup was placed in a humidified enclosure to prevent
drying of the solution. For HL-60 separation experiments, 5 mg/mL of P-selectin
solution was incubated for 3 h while for blood separation experiments 15 mg/mL of
P-selectin was incubated for 1 h. The above protocol achieved a P-selectin site density
of ,500 sites/mm2 for HL-60 separation substrates and ,1100 sites/mm2 for blood
separation substrates measured as described below. After incubating for the desired
time, the incubation chamber was removed from the slides using tweezers, and the
slides were washed in a stream of DPBS for 1 min, placed in sterile 1% BSA solution
(Teknova, CA), and stored at 4uC. The slides were used within 48 h of protein
immobilization.
The microfluidic channel was cast in polydimethoxysiloxane (PDMS) from a sil-
iconmastermold following standard soft lithography techniques. The PDMS channel
was then aligned and reversibly attached with the patterned substrate via a vacuum
manifold to assemble the device (Supplementary Fig. S1). The cell/blood sample was
Figure 5 | Detecting neutrophil activation using activation-dependent cell sorting. (a) A cartoon showing the concept for detecting activation of
neutrophils in blood. A narrow stream of blood is flowed parallel to a buffer stream on the asymmetric P-selectin patterned surface and an unbiased cell
counter (that counts the flux of all cells separated from the blood stream) enumerates the sorted cells downstream of the inlet as shown.While neutrophils
in normal blood separate from the blood stream at a high rate, activated neutrophils fail to separate due to lack of interaction with the P-selectin patterns
leading to very low flux that correlates with the activated state of the blood. (b) Anticoagulated whole blood was activated ex vivo by incubation with LPS,
TNF-a and PAF or buffer as control, and infused into the device after dilution (151) parallel to the buffer stream following the same protocol for
separation. The flux of sorted cells was measured 10 cm downstream of the inlet averaged between 15–30 min post infusion. Blood activated using LPS,
TNF-a and PAF as agonist resulted in significantly lower (** p, 0.038) flux of sorted cells when compared to time-matched samples of normal blood
(incubated with buffer). Error bars show the SD of n 5 3 independent experiments.
www.nature.com/scientificreports
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periodically rocked to maintain homogeneity and prevent cell settling, and was
injected into the device using pressure-driven flow (Supplementary Fig. S2).
HL60/K562 separation experiment.HL60 cells and K562 cells were stained using Cell
Tracker Red and Cell Tracker Green (Invitrogen) respectively and mixed in 151 ratio
to a final concentration of 106 cells/mL suspended in cell culture media. The mixture
was injected into the device alongside a DPBS buffer stream (with Ca21 and Mg21)
flowing at 5.2 mL/min. The inlet pressure was adjusted such that the cell stream
occupied 10% of the channel width (flow rate was,0.4 mL/min). The total wall shear
stress was 0.5 dyn/cm2, which was found to be optimal for separation efficiency
(higher shear stresses decreased P‘). Samples were collected in polypropylene vials
and analyzed within 3 h to determine purities. Sorting efficiency (r) was calculated
using the formula:
r~
ps pw{pið Þ
pi pw{psð Þ|100 ð2Þ
where pi, ps, pw are the purities of the input, sorted and waste fractions, respectively.
Neutrophil separation from blood and sample analysis. All experiments involving
human samples were approved by the Committee On Use of Humans as
Experimental Subjects (COUHES) at MIT and the BWH Institutional Review Board.
Blood was collected from consenting adult healthy donors who had not taken aspirin
or other NSAIDs within 48 h prior to blood withdrawal in 1.5 mL citrate vacutainers
(3.2% buffered sodium citrate) and was immediately used for experiments.
The running buffer was made by supplementing DPBS (-/-) with 30 mM CaCl2
(Sigma) and 200 units/mL of Polymxin B (Sigma). Unprocessed whole anticoagulated
blood was diluted 151 in the running buffer and injected parallel to the buffer stream
at a total wall shear stress of 0.5 dyn/cm2, which corresponds to a 5.2 mL/min of
buffer flow rate and 0.25 mL/min blood flow rate, with a width of the input (blood)
stream at,10% of the channel width. The sorted neutrophils were either collected in
HBSS (-/-) on ice (for the viability, activation, and phagocytosis assays) or in a 1%
formaldehyde solution (for determining purity through flow cytometry). The
enrichment ratio (E.R.) as defined in previously5, was calculated as follows:
E:R:~
pt,sorted=pnt,sorted
pt,input

pnt,input
~
pt,sorted 1{pt,input
 
pt,input 1{pt,sortedð Þ ð3Þ
where pt,input and pt,sorted are purities of the target cells in input and sorted fractions
respectively, and pnt,input and pnt,sorted are purities of the non-target cells in input and
sorted fractions respectively (measured by flow cytometry). E.R. of leukocytes (which
is same as rejection ratio of RBCs) is calculated considering leukocytes as target cells
and RBC as non-target cells.
To detect activation, the device was modified to include four independent 10 cm-
long channels on a single chip. Four 250 mL aliquots of blood were made soon after
collection, and 25 mL of buffer (DPBS), LPS (10 mg/mL in DPBS), TNF-a (10 mg/mL
in DPBS) and PAF (1 mg/mL in DPBS) were added to each aliquot and incubated for
30 min at room temperature. The samples were diluted (151) in running buffer and
injected in separate channels following the protocol described before. Time lapse
images were acquired at the exit of each channel at regular intervals and were
manually analyzed to obtain unbiased counts of cells separated from the blood
stream. The experiment was performed in triplicate with independent samples.
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